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Although this sound level meter has been factory calibrated, Larson Davis recommends an acoustic calibration be performed prior to making measurements with your new sound level meter.
Several factors such as changes in atmospheric air pressure can influence microphone sensitivity and therefore we recommend regular, routine acoustic calibration for best results.
Thank you for purchasing Larson Davis.
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