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User Guide: Crystal Inspection on the Tropel Flatmaster 

1.
Description of the Instrument

The Tropel Flatmaster is an instrument used to measure the flatnees of given part using white light interferometry.
2.
Routine Maintenance for Tropel Flatmaster

Daily:

Clean the stage glass using Kimwipe.  Isopropyl Alcohol or Windex may be used.

Weekly:

Dust off of the unit and clean debris from it weekly, or more frequently as required.

3.
Crystals Inspection Procedure
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1. Turn the power on, if it is not already on.
2. Select UMS Icon to open the program.
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3. Open lid on Tropel Flatmaster and remove protective tissue, if present.

Note:  There are very fine monofilament wires on the stage.  Be careful not to damage the wires.

1. Place the part to be tested on the wires.  The purpose of the wires is to keep the part off the glass surface. 

2. Close the lid.
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3. Select program from menu and enter the job number.
Example: 

Program Name – 58639

Job Number – Test
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4. Click on “Measure”.
5. Inspection Data will automatically be saved to the R-Drive for future review saved by job number:

R:\Crystals\Tropel Log\Tropel flatness ReportData
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