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User Guide:  CALIBRATION PROCEDURE FOR ESD WRIST AND FOOT STRAP MONITORS

Purpose:


To establish a procedure for calibrating ESD strap monitors.
Responsibilities:


The Quality Control Manager has the responsibility to maintain this procedure.

Quality Control Personnel have the responsibility to effectively carry out this procedure.

Associated Documents:


ISO 9001, Quality System Manual, Quality Assurance Manual and MIL-STD-45662A
Procedure:


1.
The equipment used during calibration is traceable to N.I.S.T.



A.
Calibration Unit Item # 41230 (PCB Control # QC180).


2.
Proceed as follows:



A.
All testing must be done on a non-conducting surface.



B.
Use two (2) banana jack type test leads to connect Calibration Unit to monitor being 


tested.



C.
Follow the Manufacturer's calibration instructions for the type tested.




1)
Simco - Model M50A




2)
Simco - Dual Monitor System




3)
Simco - Model M-2

4) Plastic Systems - Model 41200 Combo Unit

Referenced Documents:


Manufacturer's calibration instructions.
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